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obtained an EC3 value that was lower than the specified acceptance range (i.e., 0.025%) and 225 

three laboratories obtained EC3 values that were higher than the specified acceptance range 226 

(i.e., 0.1%) (Table F-6). For hexyl cinnamic aldehyde, all the laboratories obtained an EC3 227 

value within the acceptance range (5% to 20%). In the second phase of the interlaboratory 228 

validation study, only hexyl cinnamic aldehyde was tested and all seven laboratories obtained 229 

EC3 values that were within the acceptance range indicated (Table F-7). 230 



DRAFT LLNA: DA Background Review Document – Appendix F March 2009 
 

F-12 

Table F-6 EC3 Values from the First Phase of the Interlaboratory Validation Study for the LLNA: DA 231 

Laboratory 
Substance1 

1 2 3 4 5 6 7 8 9 10 

Mean 
EC3 
(%) 

CV 
(%) 

2,4-Dinitrochlorobenzene (+) 0.034 
(11.97) 

0.109 
(9.23) 

0.056 
(9.96) 

0.031 
(8.53) 

0.129 
(7.86) 

0.042 
(15.14) 

0.016 
(13.18) 

0.095 
(12.60) 

0.040 
(10.89) 

0.169 
(4.71) 

0.072 70 

Hexyl cinnamic aldehyde (+) 9.983 
(5.78) 

12.412 
(4.82) 

14.90 
(4.44) 

9.340 
(5.11) 

18.131 
(3.97) 

13.130 
(5.50) 

7.706 
(7.09) 

7.924 
(10.22) 

17.070 
(3.88) 

15.235 
(3.51) 

12.583 30 

Isopropanol (-) NA NA NA NA NA NA NA NA NA NA NA NA 

Abietic acid (+)  8.196    7.544 7.676    7.805 4 

3-Aminophenol (+) NA  NA     NA   NA NA 

Dimethyl isophthalate (-) NA  NA    NA    NA NA 

Isoeugenol (+)    1.112 5.983    2.300  3.131 81 

Methyl salicylate (-)   NA    NA   NA NA NA 

Formaldehyde (+) 1.747 1.480   NA      1.614 12 

Glutaraldehyde (+) 0.110 0.435   NA      0.272 84 

Cobalt chloride2 (+)    NA3  0.063  0.137   0.100 53 

Nickel (II) sulfate hexahydrate 
(+)    NA4  0.469  IDR   0.469 NA 

Note: Bolded text indicates recommended LLNA performance standards reference substances (ICCVAM 2009). Values in parentheses are highest SI values achieved. For both 2,4-232 
dinitrochlorobenzene and hexyl cinnamic aldehyde, the highest SI values achieved are from the highest dose tested (i.e., 0.30% for 2,4-dinitrochlorobenzene and 25% for hexyl 233 
cinnamic aldehyde). Shading shows EC3 values that are outside of the acceptable range indicated by the recommended LLNA performance standards: 5 - 20% for hexyl cinnamic 234 
aldehyde and 0.025 - 0.1% for 2,4-dinitrochlorobenzene. 235 
Abbreviations: CV = coefficient of variation; EC3 = estimated concentration needed to produce a stimulation index of three; LLNA: DA = murine local lymph node assay 236 
modified by Daicel Chemical Industries, Ltd., based on ATP content; IDR = insufficient dose response; NA = not available. 237 
1(+) indicates sensitizers and (-) indicates nonsensitizers according to traditional LLNA tests. 238 
2Different doses tested for cobalt chloride in the first phase (0.3%, 1%, and 3%) and in the second phase (1%, 3%, and 10%) of the interlaboratory validation study. 239 
3Data not reported for the highest dose (i.e., 3%), only for 0.3% and 1%. 240 
4Insufficient dose response. 241 
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Table F-7 EC3 Values from the Second Phase of the Interlaboratory Validation 242 
Study for the LLNA: DA 243 

Laboratory 

Substance1 

11 12 13 14 15 16 17 

Mean 

EC3 

(%) 

CV 

(%) 

Hexyl cinnamic aldehyde 
(+) 

9.127 
(4.47) 

8.764 
(5.71) 

7.590 
(5.41) 

7.938 
(7.60) 

15.184 
(3.92) 

6.230 
(8.42) 

7.542 
(6.45) 

8.911 33 

Cobalt chloride2 (+) NA  NA 1.761   1.109 1.435 32 

Lactic acid (-) NA  NA  NA NA  NA NA 

Nickel (II) sulfate 
hexahydrate (+) NA NA  NA  NA  NA NA 

Potassium dichromate (+) 0.509 0.485   0.156  0.086 0.309 71 

Bolded text indicates a recommended LLNA performance standards reference substance (ICCVAM 2009). Values in 244 
parentheses are highest SI values achieved. For hexyl cinnamic aldehyde, the highest SI values achieved are from the 245 
highest dose tested (i.e., 25%). None of the EC3 values are outside of the acceptable range indicated by the recommended 246 
LLNA performance standards (i.e., 5 - 20% for hexyl cinnamic aldehyde). 247 
Abbreviations: CV = coefficient of variation; EC3 = estimated concentration needed to produce a stimulation index of three; 248 
LLNA: DA = murine local lymph node assay modified by Daicel Chemical Industries, Ltd., based on ATP content; NA = 249 
not available. 250 
1(+) indicates sensitizers and (-) indicates nonsensitizers according to traditional LLNA tests. 251 
2Different doses tested for cobalt chloride in the first phase (0.3%, 1%, and 3%) and in the second phase (1%, 3%, and 10%) 252 
of the interlaboratory validation study. 253 

 254 

The interlaboratory CV values for both the first and second phases of the interlaboratory 255 

validation study for the LLNA: DA EC3 values were higher than that for the traditional 256 

LLNA EC3 values. The analysis of interlaboratory variation of EC3 values for the traditional 257 

LLNA reported CV values of 6.8 to 83.7% for five substances tested in five laboratories 258 

(Table F-8; ICCVAM 1999). Three of the same substances were evaluated in the traditional 259 

LLNA and the LLNA: DA (i.e., hexyl cinnamic aldehyde, 2,4-dinitrochlorobenzene, and 260 

isoeugenol). All interlaboratory CV values for the LLNA: DA were greater than that for the 261 

traditional LLNA. The CV of 70% for 2,4-dinitrochlorobenzene was greater than the two CV 262 

values of 37.4% and 27.2%, calculated from five values each, reported by ICCVAM (1999). 263 

The CV values of 30% and 33% for hexyl cinnamic aldehyde tested in the first and second 264 

phase of the LLNA: DA interlaboratory validation study, respectively, were both greater than 265 

the 6.8% reported by ICCVAM (1999). The CV of 81% for isoeugenol tested in the LLNA: 266 

DA was greater than the 41.2% reported by ICCVAM (1999). 267 

 268 

269 



DRAFT LLNA: DA Background Review Document – Appendix F March 2009 
 

F-14 

Table F-8 Interlaboratory Reproducibility of the EC3 for Substances Tested in the 269 
Traditional LLNA1 270 

Laboratory 
Substance 

1 2 3 4 5 
CV (%) 

0.3 0.5 0.6 0.9 0.6 37.4 
2,4-Dinitrochlorobenzene 

0.5 0.6 0.4 0.6 0.3 27.2 

Hexyl cinnamic aldehyde 7.9 7.6 8.4 7.0 8.1 6.8 

Isoeugenol 1.3 3.3 1.8 3.1 1.6 41.2 

Eugenol 5.8 14.5 8.9 13.8 6.0 42.5 

Sodium lauryl sulfate 13.4 4.4 1.5 17.1 4.0 83.7 

Abbreviations: CV = coefficient of variation; EC3 = estimated concentration needed to produce a 271 
stimulation index of three; LLNA = murine local lymph node assay. 272 
1From ICCVAM 1999 report. 273 
 274 

1.2.3 Interlaboratory Reproducibility – Qualitative Results (SI ≥ 2.0) 275 

The qualitative (positive/negative) interlaboratory concordance analysis for the 12 substances 276 

that were tested during the first phase of the LLNA: DA interlaboratory validation study is 277 

shown in Table F-9 for SI ≥ 2.0. In a qualitative comparison of LLNA: DA calls (i.e., 278 

sensitizer/nonsensitizer), ten substances tested in either three or 10 laboratories had 279 

consistent results leading to 100% (3/3 or 10/10) interlaboratory concordance for those 280 

substances. There were two discordant substances (i.e., 3-aminophenol and nickel [II] sulfate 281 

hexahydrate) for which interlaboratory concordance was 67% (2/3). Two of the three 282 

laboratories that tested 3-aminophenol reported SI ≥ 2.0, at least at the highest dose tested 283 

(i.e., SI = 2.83 and 2.38, respectively) but one lab did not achieve SI ≥ 2.0 at any dose tested 284 

(Appendix D). One of the three laboratories that tested nickel (II) sulfate hexahydrate 285 

reported a maximum SI = 1.52, while the other two laboratories produced SI ≥ 2.0 at all three 286 

doses tested (Appendix D). Since the evaluation of interlaboratory reproducibility for the 287 

traditional LLNA did not include an evaluation of qualitative results (ICCVAM 1999), there 288 

were no traditional LLNA concordance data for comparison with the LLNA: DA 289 

concordance data from the first phase of the interlaboratory validation study. 290 

291 
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Table F-9 Qualitative Results for the First Phase of the Interlaboratory Validation 291 
Studies for the LLNA: DA (SI ≥ 2.0) 292 

Laboratory2 

Substance1 
1 2 3 4 5 6 7 8 9 10 

Concordance 

2,4-Dinitrochlorobenzene 
(+) + + + + + + + + + + 10/10 

Hexyl cinnamic aldehyde 
(+) + + + + + + + + + + 10/10 

Isopropanol (-) - - - - - - - - - - 10/10 

Abietic acid (+)  +    + +    3/3 

3-Aminophenol (+) +  -     +   2/3 

Dimethyl isophthalate (-) -  -    -    3/3 

Isoeugenol (+)    + +    +  3/3 

Methyl salicylate (-)   -    -   - 3/3 

Formaldehyde (+) + +   +      3/3 

Glutaraldehyde (+) + +   +      3/3 

Cobalt chloride3 (+)    +4  +  +   3/3 

Nickel (II) sulfate 
hexahydrate (+)    -5  +  +5   2/3 

Bolded substances did not achieve 100% interlaboratory concordance. 293 
Abbreviations: LLNA: DA = murine local lymph node assay modified by Daicel Chemical Industries, Ltd., based on ATP 294 
content; SI = stimulation index. 295 
1(+) indicates sensitizers and (-) indicates nonsensitizers according to traditional LLNA tests. 296 
2(+) indicates sensitizer result and (-) indicates nonsensitizer result in the LLNA: DA test. 297 
3Different doses tested for cobalt chloride in the first phase (0.3%, 1%, and 3%) and in the second phase (1%, 3%, and 10%) 298 
of the interlaboratory validation study. 299 

4Data not reported for the highest dose (i.e., 3%), only for 0.3% and 1%. 300 
5Insufficient dose response. 301 
 302 

The qualitative (positive/negative) interlaboratory concordance analysis for the five 303 

substances that were tested during the second phase of the LLNA: DA interlaboratory 304 

validation study is shown in Table F-10. In a qualitative comparison of LLNA: DA calls 305 

(i.e., sensitizer/nonsensitizer), four substances (i.e., hexyl cinnamic aldehyde, cobalt chloride, 306 

lactic acid, and potassium dichromate) tested in either four or seven laboratories had 307 

consistent results leading to 100% (4/4 or 7/7) interlaboratory concordance for those 308 

substances. There was one discordant substance (i.e., nickel [II] sulfate hexahydrate) for 309 

which interlaboratory concordance was 75% (3/4). Three of the four laboratories that tested 310 

nickel (II) sulfate hexahydrate did not report a maximum SI ≥ 2.0, while the other laboratory 311 

produced an SI ≥ 2.0 at the highest dose tested. As was discussed previously, nickel (II) 312 
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sulfate hexahydrate was also discordant among the laboratories that tested the substance in 313 

the first phase of the interlaboratory validation study and interlaboratory concordance was 314 

67% (2/3). Notably, when analyzing the dose response curves for the seven tests performed 315 

for nickel (II) sulfate hexahydrate in the two-phased interlaboratory validation study, only 316 

one study demonstrated a sufficient dose response (i.e., a parallel increase in SI relative to 317 

increase in concentration). Furthermore, as mentioned previously, the evaluation of 318 

interlaboratory reproducibility for the traditional LLNA did not include an evaluation of 319 

qualitative results (ICCVAM 1999), and therefore there were no traditional LLNA 320 

concordance data for comparison with the LLNA: DA concordance data from the second 321 

phase of the interlaboratory validation study. 322 

Table F-10 Qualitative Results for the Second Phase of the Interlaboratory 323 
Validation Study for the LLNA: DA (SI ≥ 2.0) 324 

Laboratory2 

Substance1 
11 12 13 14 15 16 17 

Concordance 

Hexyl cinnamic aldehyde (+) + + + + + + + 7/7 

Cobalt chloride3 (+) +  + +   + 4/4 

Lactic acid (-) -  -  - -  4/4 

Nickel (II) sulfate 
hexahydrate (+) - -  +  -  3/4 

Potassium dichromate (+) + +   +  + 4/4 

Bolded substance did not achieve 100% interlaboratory concordance. 325 
Abbreviations: LLNA: DA = murine local lymph node assay modified by Daicel Chemical Industries, Ltd., based on ATP 326 
content; SI = stimulation index. 327 
1(+) indicates sensitizers and (-) indicates nonsensitizers according to traditional LLNA tests. 328 
2(+) indicates sensitizer result and (-) indicates nonsensitizer result in the LLNA: DA test. 329 
3Different doses tested for cobalt chloride in the first phase (0.3%, 1%, and 3%) and in the second phase (1%, 3%, and 10%) 330 
interlaboratory validation studies. 331 

 332 

1.2.4 Interlaboratory Reproducibility – EC2 Values 333 

The available quantitative (i.e., EC2 value) data for interlaboratory reproducibility analysis 334 

were obtained from the LLNA: DA results for the ten sensitizers that were tested during the 335 

first and second phase of the LLNA: DA interlaboratory validation study. The equation used 336 

for calculating EC2 values for the positive results was modified based on the method of 337 

linear interpolation reported by Gerberick et al. (2004) for the EC3: 338 
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where the data points lying immediately above and below the SI = 2.0 on the dose response 340 

curve have the coordinates of (a, b) and (c, d), respectively (Gerberick et al. 2004). For 341 

substances for which the lowest concentration tested resulted in an SI ≥ 2.0, an EC2 value 342 

was extrapolated according to the equation: 343 
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 344 

where the point with the higher SI is denoted with the coordinates of (a, b) and the point with 345 

the lower SI is denoted (c, d) (Gerberick et al. 2004). 346 

The EC2 values from each laboratory were used to calculate CV values for each substance. 347 

The resulting values for the first and second phase of the interlaboratory validation study are 348 

shown in Tables F-11 and F-12, respectively. In the first phase of the interlaboratory 349 

validation study, CV values ranged from 14% (i.e., abietic acid) to 134% (isoeugenol) and 350 

the mean CV was 70% (Table F-11). In the second phase of the interlaboratory validation 351 

study, CV values ranged from 16% (i.e., hexyl cinnamic aldehyde) to 100% (i.e., cobalt 352 

chloride) and the mean CV was 57% (Table F-12). 353 

The recommended LLNA performance standards indicate that interlaboratory reproducibility 354 

should be evaluated with at least two sensitizing chemicals with well-characterized activity in 355 

the traditional LLNA (ICCVAM 2009). Acceptable reproducibility is attained when each 356 

laboratory obtains ECt (i.e., estimated concentration needed to produce a stimulation index 357 

threshold) values within 0.025% to 0.1% for 2,4-dinitrochlorobenzene and within 5% to 20% 358 

for hexyl cinnamic aldehyde (ICCVAM 2009). In the first phase of the interlaboratory 359 

validation study, seven laboratories reported EC2 values outside the range indicated for 2,4-360 

dinitrochlorobenzene; all seven laboratories obtained EC2 values that were lower than the 361 

specified acceptance range (i.e., 0.025%) (Table F-11). For hexyl cinnamic aldehyde, all the 362 

laboratories obtained an EC2 value within the acceptance range (5% to 20%). In the second 363 

phase of the interlaboratory validation study, only hexyl cinnamic aldehyde was tested and 364 

two of the seven laboratories obtained EC2 values that were below the acceptance range 365 

indicated (Table F-12). 366 
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Table F-11 EC2 Values from the First Phase Interlaboratory Validation Study for the LLNA: DA 367 

Laboratory 
Substance1 

1 2 3 4 5 6 7 8 9 10 

Mean 
EC2 
(%) 

CV 
(%) 

2,4-Dinitrochlorobenzene (+) 0.020 
(11.97) 

0.023 
(9.23) 

0.026 
(9.96) 

0.016 
(8.53) 

0.091 
(7.86) 

0.016 
(15.14) 

0.007 
(13.18) 

0.013 
(12.60) 

0.019 
(10.89) 

0.093 
(4.71) 

0.032 98 

Hexyl cinnamic aldehyde (+) 6.962 
(5.78) 

7.461 
(4.82) 

8.404 
(4.44) 

6.460 
(5.11) 

11.057 
(3.97) 

7.463 
(5.50) 

5.850 
(7.09) 

6.140 
(10.22) 

9.191 
(3.88) 

7.256 
(3.51) 

7.624 21 

Isopropanol (-) NA NA NA NA NA NA NA NA NA NA NA NA 

Abietic acid (+)  4.760    5.393 6.333    5.495 14 

3-Aminophenol (+) 1.877  NA     3.179   2.528 36 

Dimethyl isophthalate (-) NA  NA    NA    NA NA 

Isoeugenol (+)    0.407 4.399    0.375  1.727 134 

Methyl salicylate (-)   NA    NA   NA NA NA 

Formaldehyde (+) 0.262 0.729   2.019      1.003 91 

Glutaraldehyde (+) 0.072 0.268   0.118      0.153 67 

Cobalt chloride2 (+)    0.2833  0.032  0.079   0.131 102 

Nickel (II) sulfate hexahydrate 
(+)    NA4  0.235  IDR   0.235 NA 

Bolded text indicates substances that are recommended LLNA performance standards reference substances (ICCVAM 2009). Values in parentheses are highest SI values achieved. 368 
For both 2,4-dinitrochlorobenzene and hexyl cinnamic aldehyde, the highest SI values achieved were from the highest dose tested (i.e., 0.30% for 2,4-dinitrochlorobenzene and 369 
25% for hexyl cinnamic aldehyde). Shading shows EC2 values that are outside of the acceptable range indicated by the recommended LLNA performance standards: 5 - 20% for 370 
hexyl cinnamic aldehyde and 0.025 - 0.1% for 2,4-dinitrochlorobenzene. 371 
Abbreviations: CV = coefficient of variation; EC2 = estimated concentration needed to produce a stimulation index of two; LLNA: DA = murine local lymph node assay modified 372 
by Daicel Chemical Industries, Ltd., based on ATP content; IDR = insufficient dose response; NA = not available. 373 
1(+) indicates sensitizers and (-) indicates nonsensitizers according to traditional LLNA tests. 374 
2Different doses tested for cobalt chloride in the first phase (0.3%, 1%, and 3%) and in the second phase (1%, 3%, and 10%) interlaboratory validation studies. 375 
3Data not reported for the highest dose (i.e., 3%), only for 0.3% and 1%. 376 
4Insufficient dose response. 377 
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Table F-12 EC2 Values from the Second Phase of the Interlaboratory Validation 378 
Study for the LLNA: DA 379 

Laboratory 

Substance1 

11 12 13 14 15 16 17 

Mean 

EC2 

(%) 

CV 

(%) 

Hexyl cinnamic aldehyde 
(+) 

6.348 
(4.47) 

5.983 
(5.71) 

5.954 
(5.41) 

4.849 
(7.60) 

7.451 
(3.92) 

4.662 
(8.42) 

6.024 
(6.45) 

5.896 16 

Cobalt chloride2 (+) 4.929  1.875 0.821   0.461 2.021 100 

Lactic acid (-) NA  NA  NA NA  NA NA 

Nickel (II) sulfate 
hexahydrate (+) NA NA  NA  8.404  8.404  

Potassium dichromate (+) 0.159 0.128   0.055  0.047 0.097 56 

Bolded text indicates substances that are recommended LLNA performance standards reference substances. Values in 380 
parentheses are highest SI values achieved. For hexyl cinnamic aldehyde, the highest SI values achieved were from the 381 
highest dose tested (i.e., 25%). Two of the EC2 values are outside of the acceptable range indicated by the recommended 382 
LLNA performance standards (i.e., 5 - 20% for hexyl cinnamic aldehyde), indicated by shading. 383 
Abbreviations: CV = coefficient of variation; EC2 = estimated concentration needed to produce a stimulation index of two; 384 
LLNA: DA = murine local lymph node assay modified by Daicel Chemical Industries, Ltd., based on ATP content; NA = 385 
not available. 386 
1(+) indicates sensitizers and (-) indicates nonsensitizers according to traditional LLNA tests. 387 
2Different doses tested for cobalt chloride in the first phase (0.3%, 1%, and 3%) and in the second phase (1%, 3%, and 10%) 388 
of the interlaboratory validation study. 389 

 390 

The interlaboratory CV values for both the first and second phases of the interlaboratory 391 

validation study for the LLNA: DA EC2 values were higher than that for the traditional 392 

LLNA EC3 values. The analysis of interlaboratory variation of EC3 values for the traditional 393 

LLNA reported CV values of 6.8 to 83.7% for five substances tested in five laboratories 394 

(Table F-8; ICCVAM 1999). Three of the same substances were evaluated in the traditional 395 

LLNA and the LLNA: DA (i.e., hexyl cinnamic aldehyde, 2,4-dinitrochlorobenzene, and 396 

isoeugenol). All interlaboratory CV values for LLNA: DA EC2 were greater than that for the 397 

traditional LLNA. The CV of 98% for 2,4-dinitrochlorobenzene was greater than the two CV 398 

values of 37.4% and 27.2% (which were calculated from five values each), reported by 399 

ICCVAM (1999). The CV of 21% and 16% for hexyl cinnamic aldehyde tested in the first 400 

and second phase of the LLNA: DA interlaboratory validation study, respectively, were both 401 

greater than the 6.8% reported by ICCVAM (1999). The CV of 134% for isoeugenol tested 402 

in the LLNA: DA was greater than the 41.2% reported by ICCVAM (1999). 403 




